INTRODUCTION
This paper is intended as a short survey of some special topics related to the progress in microwave spectroscopy during the years 1959 and 1960.
EXPERIMENTAL TECHNIQUE
Up to the present, the Stark modu1ation spectrometer is still the most widely used microwave spectrometer. There have been remarkab1e improvemep.ts in this type of spectrometer in recent years, and other types of microwave spectrometers have been developed and tested. Before discussing the developments in experimental technique, it may be useful to give some ofthe requirements which must be met by a microwave spectrometer that is to be used for investigations in molecular physics.
Firstly, it should be noticed that there are two requirements which are incompatible in that both cannot be met to the full simultaneously: these are maximum sensitivity and maximum resolution. Fortunately, the Stark modulation spectrometer is an instrument which can realize both requirements-though not at the same time. The instrument can be operated either at high power Ievel and high gas pressures to detect extremely weak lines with restricted resolution, or at low pressures and low power level, i.e. with reduced sensitivity but with very high resolution. For extreme cases, however, the use of a special purpose spectrometer may be necessary.
The three properties which characterize the performance of a microwave spectrometer are:
(a) its sensitivity; (b) its resolution; (c) the accuracy ofthe line frequency determinations. Let us consider each of these three characteristic qualities.
Sensitivity of a microwave spectrometer
The sensitivity of a spectrometer is of interest if one has to look for and measure very weak 1ines. In this case, one app1ies a gas pressure high enough to give the maximum value of the peak absorption coefficient for the transition to be studied. I t is well-known that this maximum va1ue is reached when collision-broadening represents the overwhelming part of 1ine-broadening. This ho1ds for gas pressures of about 30 p, of mercury and more. I t is, of course, useless to increase the pressure much beyond this critica1 value, because the result is only a greater line-width without any improvement in peak intensity. With gas pressures between about 20 and 100 f.L of mercury, In the pressure region specified above, Nf Avis independent of pressure, but a function of the substance and the temperature. The sensitivity of a spectrometer (more exactly, the limit sensitivity) is usually defined hy" ccm im vi;:,. that value of ocpeak which gives a signal equal to the noise Ievel of the spectrometer. In practice, one determines experimentally the signal-tonoise ratio for a very weak line near the Iimit of detectability, and calculates ocpeak for this line according to equation ( 1) . This value ocpeak depends on the temperature to a marked degree, and this dependence is the source of some confusion in the literature. In order to ohtain the true value of the minimum detectable absorption coefficient, ocpeak should be calculated forthat temperature at which the signal-to-noise ratio has been measured. It has become the custom, however, always to calculate ocpeak for T = 300°K, even though the signal-to-noise ratio may have been measured at a different temperature. This somewhat confusing situation may be clarified in the following manner. If one wishes to characterize the purely electrical performance ofthe spectrometer, the true value of ocpeak must be given. If, however, the performance of the whole apparatus (including the effectiveness of the cooling system, etc.) is of interest, the calculated value at 300 °K may be used for comparison. In any case, the temperatures at which ocpeak has been observed and at which it has been calculated should be clearly stated.
As regards the power Ievel of the microwave radiation transmitted through the absorption cell for the detection of weak lines, powers of about I m W are used. U p to this value the signal caused by a given ocpeak is proportional to the power Ievel. Powers in excess of I m W would not improve the spectrometer sensitivity; this has been shown by investigations of the crystal detector properties. Radiation power of magnitude 1 m W in absorption cells of X-band or K-band dimensions would, it is true, cause considerable saturation broadening, and would, therefore, diminish ccpeak if the line-width lay below about 0·2 Me/sec. With line-widths of several Mcfsec, as are necessarily used for the detection of extremely weak lines, the saturation has no detectable effect.
Finally, it should be mentioned that lengthening of the absorption cell enhances the sensitivity of the spectrometer for extremely weak lines. Of course, there is a Iimit: the wall Iosses of the absorption cell reduce the power Ievel transmitted by the cell. As soon as the power Ievel at the end of the cell falls considerably below the value entering the cell, a further increase in the length. of the cell leads to no advantage.
For the frequency region 10-40 kMc/sec, one can say that a microwave spectrometer of good performance has a sensitivitiy of ocmin = I0-9 -I0-10 cm-1, the better value holdingfor the lower frequencies. 
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Resolution of a microwave spectrometer
where 1.\1 = molecular weight. In the frequency region near 20 kMcfsec, for example, the Doppler widths, ~v, lie between about 15 and 30 kc/sec. In high resolution work, the aim is to reduce the observed linewidths to thislimit. The gas pressure is, therefore, lowered to a value (less than about 3 X 10-3 mm ofmercury for the 20 kMcfsec region) at which collisionbroadening may be neglected. Of course, this is incompatible with the requirement for optimum intensity, since the peak absorption coefficient diminishes with decreasing pressure as soon as collision-broadening becomes comparable with, or smaller than, the Doppler width (at pressures below about 20 fL ofmercury). In general, lowering ofthe gas pressure alone will not suffice for the Doppler limit to be reached; other line-broadening effects must also be avoided. These are:
Line-broadening by wall collisions-By using X-band absorption cells in the 20 kMcfsec region and K-band cells in the 40 kMcfsec region, this broadening effect is made smaller than the Doppler broadening. Saturation broadening-Power levels in the absorption cell of the order 1 mW, such as are used for the detection of extremely weak lines at high gas pressure, would cause strong saturation broadening at the low pressure necessary for high resolution work, and produce line-widths larger than the Doppler width. For this reason, the power entering the absorption cell must now be reduced to a few f-L W.
Frequency fluctuations of the radiation source-These should be eliminated by frequency stabilization by means of a quartz controlled oscillator. This is considered tobe indispensable for high resolution work.
Modulation hroadening-As is well-known, modulation of the radiation is used in order to attain high sensitivity. The modulation produces a linebroadening, the magnitude of which depends on the modulation fi·equency. With the frequently-used Stark effect modulation of 100 kcfsec, for example, it is impossible to reduce the 1ine-widths, ~v, to below 100-200 kc/sec; that means that, in the 20 kMcfsec region~ the Doppler Iimit cannot be reached with this modulation frequency. A 10 kcfsec modulation, on the other hand, gives no detectable line-broadening compared with the Doppler width for the above frequency region. Of course, the siruplest way to avoid modulation broadening is to use no modulation at all; in order to get a su:fficiently high sensitivity in this case, superheterodyne reception should be used.
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Accuracy of frequency determinations
As regards the accuracy offrequency determinations, one can say that the absorption line frequencies can be measured with an accuracy of about onetenth of their line-width; that means an accuracy better than ± 10 kcfsec for well resolved and narrow lines. In order to realize this high accuracy (which means measuring the frequency to 1 part in 3 X 10 6 for a line at 30 kMcfsec), thesource must be frequency-stabilized and the stabi1izing quartz oscillator must be continuously controlled, by comparison with frequency standards ofan accuracy better than 1 part in 10 8 • The limit of 3 X I0- 7 given above is then determined by the accuracy ofthe interpolation oscillator or receiver, which is apart of any frequency measuring or AFC system, and interpolates the absorption line frequency between the discontinuous harmonics of the quartz frequency.
General prog,ress since 1959
After these general remarks concerning the three principal properdes of a microwave spectrometer, let us now consider the progress in experimental technique as described in the papers published since 1959.
Stark modulation spectrometer
The standard type of high-performance Stark modulation spectrometer now covers the frequency range from about 8 kMcfsec to about 40 kMcfsec with quartz-stabilized k1ystrons or backward-wave oscillators as radiation sources. Backward-wave oscillators offer the advantage ofwide-range singlecontrol tuning: Rudolph 236 has described a spectrometer using three backward-wave tubes (carcinotrons) which can be interchanged within a few minutes and which cover the frequency range 8-37·5 kMcfsec continuously without a gap. In addition, the tubes permit very convenient operation: tuning of these oscillators is effected by simply varying the voltage of the delay line contained in the tube, no mechanical tuning being necessary. Normally, the Stark modulation frequencies (square wave) lie between 10 and 120 kcfsec. Modulation near 100 kcfsec is preferably used in order to attain the highest possible sensitivity. However, it seems that, with a modulation frequency of about 30 kc/sec, the loss in sensitivity is only small whilst the improvement in resolution compared with that at 100 kcfsec modulation is remarkable. This is because, with this modulation frequency, the additional broadening by modulation is only a small fraction of the Doppler broadening for lines in the 20-30 kMc/sec region. The above spectrometer 236 employs 30 kcfsec modulation and detects an OCS-line of ocmin. 300 oK = 1·1 X 10-9 cm-1 at -80 ° with a signal-to-noise ratio of about 5. This sensitivity seems tobe characteristic of a good Stark modulation spectrometer. Line-widths of ~v = 40 kcfsec have been obtained with the spectrometer 236 at -80 o, and with gas pressures near 3 p. of mercury for lines having an absorption coe:fficient ocpeak, aoooK > I0-7 cm- 1 • In order to achieve such a high resolution, frequency stabilization of the radiation sources and cooling of the absorption cell are indispensable. On account of the vapour pressures necessary for detecting the 1ines, the low temperature limit customarily used lies at about -80°. As regards frequency stabilization, progress has been made in stabilizing the source with 160 respect to a reference cavity by introducing modulation into the microwave discriminator circuit. Suchsystems have been described by Dymanus 28 and by Bruin and Van Ladesteyn 10 • While the short-time stability (decisive for the elimination ofline-broadening due to fluctuations in the frequency ofthe source) of such circuits is excellent, the long-time stability is that of the reference cavity, i.e. not so good. For this reason, a different AFC-system is frequently preferred: the microwave source is then locked with the harmonics of a quartz-controlled secondary standard, cj., for instance, the papers of Zimmerer 123 and Rudolph 2 36. As regards the detector which receives the radiation transmitted through the absorption cell, the well-known crystal diode is still in use. I ts noise figure is, practically, that of the spectrometer, and sets the limit of sensitivity. In order to obtain the highest possible sensitivity, the most efficient practice is still to select the best crystal from as large a batch of crystal diodes as possible. Ohl et al. 93 describe a special treatment of the crystals which markedly improves their efficiency as mixers and generators of harmonics. Their usefulness for the improvement of sensitivity is not so clearly pronounced.
The properties which characterize the crystal diode as an electrical device are its noise figure and its conversion gain ( often designated as conversion loss). The values for these two quantities which are to be found in the literature differ considerably, and are sometimes ambiguous. Credit is therefore, especially due to Long 180 and to Dymanus and Bouwknegt 141 , who have clarified certain points in their papers. The first of these 180 compares the data of commercially-available crystal diodes, and shows how the specifications of the manufacturers should be used for calculating the electrical effect of the diode as part of a microwave spectrometer. The paper of Dymanus and Bouwknegt 1 u relates exclusively to the well-known 1 N 26 crystal rectifier. The authors have made noise figure and gain measurements for this diodedown to power levels as low as 1 J.LW, i.e. under conditions found when operating a microwave spectrometer at high resolution.
Other microwave spectrometers
The above survey indicates the present status of experimental technique in microwave spectroscopy as regards the most widely used spectrometer in this field, the Starkmodulation transmission spectrometer. Other types of microwave spectrometers may be mentioned only very briefly as follows:
Video transmission spectrometer-The simple video transmission spectrometer has remained the preferred spectrometer for spectroscopy in the frequency range above 100 kMcjsec. Stark modulation has also been applied 144 for frequencies up to 170 kMcfsec; however, it was not used as a means of improving the sensitivity of the spectrometer, but on1y to study the Stark patterns of the lines in order to identify the transitions.
Cavity spectrometer-There has been renewed interest in the cavity spectrometer, partly in connection with the prob1ems of intensity measurements markedly improved by employing Stark modulation, and still higher sensitivity can be attained by using superheterodyne reception instead of crystal rectification of the microwave power. The Stark modulation cavity spectrom.eter described by Dymanus 28 has, it is true, a more homogeneous Stark field, and, therefore, distinctly sharper Stark satellite lines, than a Starkmodulation transmission spectrometer of conventional design. However, with Stark cells ofthe parallel-plate type, the same homogeneity can also be achieved with the transmission spectrometer. As far as can be seen, the cavity spectrometer is tobe preferred only for special purposes. For standard spectroscopic work, i.e. looking for and measuring lines in a frequency range as wide as possible, it has the decisive disadvantage that several cavities are necessary to cover a frequency range of, for example, 10-40 kMcfsec, and that not only the oscillator but also the cavity has tobe tuned. This makes the operation of the spectrometer distinctly more cumbersome.
Maser spectrometers-Finally, we have to mention the maser spectrometers, several types of which have been employed for spectroscopic work in recent years. Perhaps it will be useful to distinguish between two methods of opera ting a maser spectrometer.
In the first instance, there are the spectrometers which use an absorption cell of conventional design and take advantage ofthe possibilities given by ''pumping'' asecond transition whichhasonelevelcommon with the transition to be studied. I t is possible, in this way, to enlarge considerably the difference in population, and thus to enhance the line intensity. This method can be used suceessfully for the very weak lines below ,..., 100 Me/sec by pumping in the cm wave region 108 • Another way is to pump the (weak) transitiontobe studied and to observe another, much stronger, transition which has one Ievel common with the first 220 • The authors call their procedure the "threelevel technique". All the spectrometers which use pumping of a second transition in the above or a similar manner may, perhaps, be described most simply as "double-resonance spectrometers".
The other type of maser spectrometer is the "molecular-beam maser spectrometer". I t is an apparatus quite different from the conventional microwave transmission spectrometer, and uses a parallel beam of molecules and a high-Qcavity 148 • It may be operated essentially as a sort of cavity spectrometer whose chief advantage is only the extremely low line-width (A_v,..., 5 kcfsec for lines near ""20 kMc/sec). The sensitivity of such a beam maser spectrometer at frequencies above ,..., 10 kMcfsec is distinctly lower than that of a conventional transmission spectrometer 223 • Therefore, in this region of the spectrum, this type of spectrometer is of interest on1y for specialsturlies requiring extremely high resolution, such as, for example, in the investigation of extremely small hyperfine splittings (e.g. purely magnetic hyperfine interactions between nuclear spin and molecular rotation) of strong lines 113 ,114, 210 • 238 • I t seems that a great improvement in sensitivity could be attained without loss of resolution if the apparatus were operated as a maser oscillator or as a nearly-oscillating maser amplifier 214 • The future development ofmaser spectrometers will be of great interest to microwave spectroscopists. However, there seems no doubt that the maser spectrometer will remain a special purpose instrument which will be extremely valuable for work requiring the highest resolution, butthat it will never serve I' '-R' "'-"' 'lo,..AJI.' ..,,._.u . . l   ß(lH, an, uc, tac, 14N, 1s0, tsO) 6 (1H, 2D, 12c, 2ssi, 2DSi, aosi) 4(1H, 2D, 2ssi, 29Si, aosi) 1H, 2D, 12c, 1sc, 160, 1s0) 2(1H, 2D, uc, tso)
.."_.,.,, .." ..,.....,. ..... .._l_...." "<o.P'-"' ~\._... as a wide range spectrometer of the type necessary for structural determinations, etc., in molecular physics.
RESULTS CONCERNING MOLECULAR STRUCTURES
In the years 1959 and 1960, the structure parameters of about forty molecules have been determined. Table . J contains the results for those cases where the rotational constants of a sufficient number of isotopic species have been available for the structure parameters to be determined. In addition, some other molecules have been included, for which only one parameter Besides the determination of very accurate values for molecular structure p:1rameters, the determination of low potential barriers for internal rotation has become one ofthe most important and useful contributions ofmicrowave spectroscopy to the investigation of molecular properties. Table 2 contains the results in this field which have been published since the beginning of 1959. * a, band c refer to the axes of the smallest, medium and greatest moments ofinertia respectively.
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In measuring the potential barrier to internal rotation, it is often possible to determine from the microwave spectrum the exact molecular configuration für the equilibrium positions of the movable group. There are several different methods, and the results are assembled in Table 3 .
Y et another field of molecular physics for which microwave spectroscopy gives information not attainable by other methods is the determination of dipole moments by means ofthe Stark effect ofthe rotational spectra. There are two advantages of the microwave spectroscopic method compared with the usual dielectric method. Firstly, the Stark effect gives the components of the dipole moment related to the axes of inertia of the molecule. That means that, in molecules of low symmetry, for which the orientation of the dipole moment within the molecule is not given by the symmetry, this orientation can be deduced from the values of the dipole components. Secondly, very small dipole moments can be measured reliably andaccurately by this means. Table 4 contains the results ofmicrowave spectroscopic dipole moment determinations which have been published since the beginning of 1959, and gives numerous examples of the advantages claimed for this method.
Abstracts are indicated by the fetter A.
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